Fracture of the polyethylene acetabular cup in total hip arthroplasties.
Fracture of the acetabular cup is an uncommon complication in total hip arthroplasties, with only six examples described in the orthopedic literature. A patient is presented to illustrate the plain radiographic findings of acetabular cup fracture and to discuss the possible mechanisms involved.